Scanning electron microscopes (SEMs) are usually equipped with two types of detectors: secondary and backscattered electron detectors. The former produces secondary electron images (SEI) rich in topographic information [1, 2] , whereas the latter produces backscattered electron images (BEI) rich in composition information [3] . Recently, however, a few other detectors have been installed in addition to these two types of conventional detectors. For example, four different detectors can be installed in a field emission SEM JSM-7800F: an upper electron detector (UED), an upper secondary electron detector (USD), a backscattered electron detector (BED), and a lower electron detector (LED). They allow to separate electron energy and take-off angle. Therefore, they help to observe specimen shape and structure on nano-scale [4] . On the other hand, they detect electrons having passed through the electromagnetic field of the objective lens, which changes actual energy and take-off angle ranges. Consequently, it is difficult to distinguish the image contrasts in accordance with physical properties. In this study, an electron detector was designed and experimentally manufactured to detect electrons emitted in a definite, variable range of energy and take-off angle.
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In practical detectors it is difficult to see directly the effect of energy and take-off angle of the emitted electrons on the image contrast. Figure 1 shows a schematic diagram of the newly designed electron detector, the E-θ detector, which can detect electrons emitted from a sample with a selected range of energy and take-off angle. The E-θ detector consists of a slit plate, inner and outer electrodes in a cage, and an electron detector. The slit plate is placed at a lower part of the E-θ detector. It serves as a selector of take-off angle. The range of take-off angle is selected mechanically by sliding the slit plate as shown in Fig. 1 and is measured from the horizontal direction parallel to the sample surface. The selection of electron energy is achieved by applying voltage to the inner and outer electrodes in the cage in accordance with electron's take-off angles. In the case of the low angle range, positive and negative voltages are applied to the inner and outer electrode, respectively, as shown in Fig. 1(A) , so that electrons are deflected towards the inside with the increasing amount of deflection with decreasing energy. In the case of the high angle range, the sign of the applied voltage is reversed as shown in Fig. 1(B) , so that electrons are deflected towards outside. To enhance the electron detection, a metal mesh is placed in front of the electron detectors and a voltage of 2 keV is applied between the detectors and the metal mesh. When a series of concentric ring electron detectors with different diameters are placed at the upper part of the cage, each ring detector can collect electrons with a specific range of energy determined by the voltage applied to the two electrodes. As a preliminary study, we acquired images using commercial Si-photodiode (SiPD) as shown Fig. 2 . In this case, the SiPD is a square shape instead of concentric rings. Therefore, we aligned SiPD detectors in the radial direction. 
